EDIMS: an event-driven internal memory synchronized readout prototype ASIC chip developed 
for HFRS-TPC* 
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HFRS (HIAF FRagment separator (HFRS) will be the radioactive secondary beam separation line on High- 
Intensity heavy-ion Accelerator Facility (HIAF) in China. Several TPC detectors, with high count rates, are 
planned for particle identification and beam monitoring at HFRS. This paper presents an event-driven internal 
memory and synchronous readout (EDIMS) prototype ASIC chip. The aim is to provide HFRS-TPC with high- 
precision time and charge measurements with high count rates and a large dynamic range. The first prototype 
EDIMS chip integrated 16 channels and is fabricated using a 0.18-~4m CMOS process. Each channel consists of 
a charge-sensitive amplifier, fast shaper, slow shaper, peak detect-and-hold circuit, discriminator with time-walk 
compensation, analog memory, and FIFO. The token ring is used for clock-synchronous readout. The chip is 


taped and tested. 
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I. INTRODUCTION 


Guided by critical scientific goals [1], the Institute of Mod- 
ern Physics of the Chinese Academy of Sciences is building 
a central scientific installation termed as the high-intensity 
heavy-ion Accelerator Facility (HIAF). As a critical compo- 
nent of HIAF, the new-generation HIAF FRagment Separa- 
tor (HFRS) [2] is a powerful tool for conducting physical ex- 
periments on radioactive beams by providing the dual func- 
tions of a standard transmission line and an experimental line. 
Several position detectors have been planned for application 
in HFRS. The aim is to realize correlated particle identifica- 
tion using Bp - TOF - AE. [3] When the beam intensity 
reaches 10° pps, the particle discrimination position detector 
operating in the scattering plane of the beamline is subjected 
to high particle counts (approximately 100 kHz). Time Pro- 
jection Room (TPC) is a high-efficiency and high-resolution 
track detector that can reconstruct the three-dimensional mo- 
tion track, momentum, and energy loss of secondary particles. 
It plays a crucial role in particle physics research and has been 
widely used in many experiments [4—7]. Therefore, a GEM- 
TPC is proposed as a position-sensitive detector for HFRS. 
Gas electron multipliers (GEMs) can effectively improve the 
generation efficiency of electrons and absorption efficiency of 
positive ions in avalanche amplification to improve the detec- 
tion efficiency [8]. Accurate angular momentum (Bp) mea- 
surements of beamline particle trajectories are based on beam 
optics, magnetic field strength, and two-dimensional position 
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measurements [9]. The width of the pad and pitch in the de- 
tector and the energy resolution of the front-end readout elec- 
tronics govern the position measurement accuracy in the y- 
direction. As the PAD size decreases, the energy resolution 
of the front-end readout system and ASIC increasingly affect 
the position resolution of the detector. The detector position 
measurement accuracy in the z direction depends on the time 
resolution of the front-end electronics. As new gas mixtures 
(90% argon and 10% methane) are used in the drift cham- 
ber of the TPC, the increase in the particle drift velocity (up 
to 5cm/s) [10] also poses a challenge to the time resolution 
of front-end readout electronics. Therefore, the ASIC in the 
front-end readout electronics of HFRS-TPC should provide 
high-resolution time and amplitude measurements with high 
count rates, a large dynamic range, and multiple channels. 


Classical ASIC architectures for the front-end readout of 
time and energy acquisition, such as Casagem [11] and 
VATA160 [12], have an analog parallel readout scheme. 
However, there are obstacles to the application of the in- 
creased channel expansion. Some SCA-based and ADC- 
based full-waveform sampling schemes (AGET [13, 14], such 
as GERO[15]), are constrained by the readout method and 
storage depth and are generally suitable for low (less than 1 
kcps) or medium (approximately 10 kcps) count rate appli- 
cations. Certain types of architectures with an internal DSP 
(SAMPA) [16, 17] exhibit strong digital capabilities. They 
can satisfy high-count-rate applications in a triggerless op- 
erating mode; however, data transfer processing is stressful. 
The readout ASIC EDIMS, proposed in this study for a high 
count rate, can acquire time and energy information of TPC. 
EDIMS has an architecture with storage for high count rate 
requirements, with advantages in de-sparsification and de- 
randomization of the nuclear event readout. The token-ring- 
based serial readout architecture reduces the number of ADCs 
and sampling rate requirements, thereby lowering the system 
power consumption and complexity. 
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Fig. 1. (Color online) Architecture of EDIMS 


This paper reports the design and test results of a 16- 
channel event-driven internal memory synchronized readout 
prototype ASIC that can be used as a future front-end readout 
chip for HFRS-TPC. 


Il. OVERVIEW OF THE CHIP 


The EDIMS chip was designed based on a 180-nm CMOS 
process, and its basic architecture is shown in Fig. ils 
A charge-sensitive preamp (CSA), fast-shaper, slow-shaper, 
digital-analog converter (DAC), comparator, monostable 
time-walking compensation module (TWC), peak detect-and- 
hold circuit (PDH), FIFO, and analog memory (switched- 
capacitor array) are included in each channel. The top-level 
multiplexed modules include a token ring manager, analog 
and digital MUX, analog bus buffer, analog bias, reference 
voltage, clock phase-shift circuit, and time-interval measure- 
ment module. 

When a current pulse signal is output from the detector, 
the CSA integrates the signal into an exponentially decaying 
voltage signal, which is fanned out in two separate ways: time 
and energy measurements. The fast shaper in the time mea- 
surement path shapes the CSA fan-out signal into a quasi- 
Gaussian signal with a peak time of 30 ns. This quasi- 
Gaussian signal is inputted to the main hysteresis compara- 
tor to generate a self-triggering signal when compared with 
the threshold value. Another on-chip hysteresis comparator 
and a time-walk compensation module reduces the walk time 
to within 2 ns. The timestamp information corresponding 
to the leading-edge moment of the corrected trigger signal 
is recorded in FIFO. The FIFO bit width is 24-bit, and the 
depth is 4. In addition to the 16-bit (12-bit coarse time + 4- 
bit fine time) timestamp information, FIFO also contains the 
6-bit channel number and 1-bit parity information. The main 
clock for the time interval measurement module is 128 MHz, 
and the "coarse measurement" + "fine measurement" method 


is applied. Based on the clock multiphase technique and the 
clock 90-degree phase shift circuit, a time interval measure- 
ment resolution better than 2 ns is obtained. In the energy 
measurement path, the slow shaper shapes the signal from 
the CSA output into a quasi-Gaussian signal with a peak time 
of 160 ns. The PDH output signal follows the slow shaper 
output signal’s leading edge in one direction, detecting and 
maintaining the peak energy information. The monostable 
circuit is triggered by the leading edge generated by the time- 
path TWC. The edge-detection circuit detects the falling edge 
of a monostable circuit. It generates a 100-ns trigger signal to 
hold the PDH for approximately 500 ns before discharging it, 
ensuring that the dead time of the energy circuit is less than 1 
us. The SCA stores the peak information that the PDH holds 
with a depth of 4. The SCA is synchronized with FIFO to 
synchronize the write operations. 


A token ring (32 MHz) is used to implement the FIFO and 
SCA reads. When the token ring manager detects that any 
FIFO is nonempty, it launches a token from the first chan- 
nel to each channel to access the FIFO and SCA at 32 MHz. 
During an access time of approximately 30 ns, the token first 
determines whether the current FIFO channel is empty. Sub- 
sequently, the valid signal is set to high when it is not empty. 
The FIFO outputs four 6-bit packets at 128 MHz to a digital 
bus. Simultaneously, the SCA outputs an analog voltage that 
matches this timestamp to the analog bus. When the token 
determines that the current channel FIFO is empty, it remains 
for approximately 30 ns, but the data are not read out. In 
addition to controlling the FIFO and SCA reads, the token 
ring’s "one-hot" design also controls the operation of the ana- 
log and digital MUXs, avoiding bus contention. EDIMS also 
includes an externally triggered operating mode with con- 
figurable switching of the self-triggered operating mode to 
cope with periodic signal readout scenarios in a better man- 
ner. Additionally, external triggering provides a way to cali- 
brate timestamp resolution in EDIMS, read out the analog bus 
baseline noise, and debug fully customized digital circuits. 


An analog debug channel is designed to monitor the fast and 
slow shapers, PDH and SCA. The internal trigger signal of 
each of the four channels is considered as "line with" and then 
led out of the chip through a strong drive open-drain structure 
for self-trigger monitoring. 


Ill. DESIGN OF THE CHIP 
A. Charge sensitive amplifier (CSA) 


The simplified electrical model of the HFRS-TPC Detec- 
tor consists of a current source, resistor, and capacitor in par- 
allel, as shown in the blue box in Fig. 2. It has a large 
output impedance (several hundreds to several hundred MQ) 
and a large output capacitance (several pF to several tens of 
pF). The CSA’s internal single-stage folded common-source 
common-gate amplifier is designed for a high DC gain (+100 
dB) to attenuate the effect of the detector body capacitance 
on the CSA conversion gain, as shown in the green box in 
Fig. 2. A Miller capacitance of more than 100 times the de- 
tector body capacitance was obtained at the CSA input. Fur- 
thermore, a |.2-pF feedback capacitor is designed to match 
the dynamic input range with the dynamic range of the OPA 
in the CSA. The feedback resistor reduces the decay time 
to 15 us to match the count rate while meeting the HFRS- 
TPC collection time, and thereby, to avoid excessive ballistic 
losses (less than 0.3% when considering 1-20 ns collection 
time, less than 0.12% when considering 1-10 ns collection 
time). The CSA accumulates at count rates above 60 kcps. 
However, the leading edge of the correct amplitude can still 
be obtained in an unsaturated state. Fast and slow shapers 
provide complete resolution of the CSA output signal lead- 
ing edge at count rates of up to 1 Mcps while maintaining 
energy and time resolutions. Some CSA structures, with re- 
set switches, are not adopted because of the energy resolution 
and noise considerations. The CSA has a dynamic range of 
0-1000 fC, a conversion gain of 0.76 mV/fC (with buffer), 
and an EN C=2023 e~ (20 pF input capacitance). Further- 
more, NMOS is used as the input tube of the CSA to obtain 
a larger gain with the same power consumption. The input 
NMOS has a static current of 1.08 mA, length of 0.35 um, 
and width of 3000 wm. The total static power consumption of 
the CSA is 5.5 mW/ch (bias included). 


B. Fast CR-RC shaper and slow CR-(RC)? shaper 


The fast shaper is an active bandpass filter based on a two- 
class OPA comprising a pole-zero phase elimination circuit, 
single-stage integrator, and single-stage gain circuit, as shown 
in the light purple box in Fig. 2. The 30-ns shaping time is 
designed for time measurement. Smaller time jitter and walk 
time are obtained at the output of the comparator when the 
shaping time is shorter. However, this requires a larger band- 
width for the OPA, resulting in greater power consumption. 
An effective signal gain of three times is designed for the fast 
shaper to improve the resolution of small-amplitude signals. 


The transfer function of the fast shaper can be expressed 
as: 


Ri3 Ris 
(Rip + sop )(sCi2Rs +1) Ria 


H(s) = (1) 


The slow shaper is an active filter based on folded cas- 
code OPA, which obtains a large dynamic range and low 
noise. It consists of a pole-zero phase elimination circuit, 
single-stage RC integrator, single-stage Sallen-key integra- 
tor, and single-stage ClassAB OPA-based gain compensa- 
tion and drive circuit, as shown in the light orange box in 
Fig. 2. The filter attenuates the signal amplitude, and a low- 
pass filter with a unit gain is selected. The attenuated sig- 
nal maintains its amplitude within the dynamic range of the 
OPA. The last stage of the gain compensation and drive cir- 
cuit improves the stability of the circuit while compensating 
for the attenuation gain, thereby providing the ability to drive 
large capacitive loads. Resistors with the same resistance val- 
ues (R22, R23, R24, R25) are used to reduce the inconsistency 
between channels, and layout optimization methods, such as 
adding dummies are also implemented. A 160-ns peaking 
time is used to satisfy the count-rate requirement. 

The transfer function of the slow shaper can be expressed 


as: 
Egs s +1/(R21C21) __R23/R22 
s + 1/(R22C22) sR23C22 + 1 
Ro7/ R26 


l R24R25C23C24(8? + 2s/(R25C23) + 1/(R24R25C23C24)) 
(2) 


The main parameters of the fast and slow shapers are listed 
in Table 1 (ENC is measured with 20-pF input capacitance). 


Table 1. Parameters for fast and slow shaper 


Item 
Type Shaping ENC (e`) Gain (times) Power con- 
time sumption 
(ns) (mW) 
Fast shaper 30 2903 3 2 
Slow shaper 160 2910 1.1 4.88 
C. PDH 


To detect and hold the peak information of the slow shaper 
in the energy path, a peak detection and hold circuit, based 
on the classical structure [18], was designed, as shown in the 
yellow box in Fig. 2. When the reset switch S1 is on, the 
drain of M1 is shorted to the ground, and the PDH_OUT out- 
put is the shift level of the single-level buffer. When S1 is 
disconnected at the end of the reset, PDH_OUT is smaller 
than PDH_IN, and OTA drives M1 to charge C1 top plate 
such that M1 drain potential and PDH_OUT are raised simul- 
taneously. When PDH_OUT is slightly larger than PDH_IN, 
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Fig. 2. (Color online) Structure block diagram of detector model and analog front-end circuits (CSA, Fast and slow shaper, PDH included). 


OTA turns off M1 turn, and PDH establishes the initial op- 
erating state. When a signal originates from a slow shaper, 
PDH_IN potential is higher than PDH_OUT. OTA drives M1 
to raise the current such that the potential on Cl top plate 
is raised, and PDH_OUT follows PDH_IN. When PDH_IN 
peaks, PDH_OUT continues to be raised. When PDH_OUT 
is slightly larger than PDH_IN, the OTA turns M1 off and 
PDH_OUT follows and holds the peak of PDH_IN in one 
direction. Considering that the PDH drives the analog mem- 
ory, a unit gain buffer is designed at the output node of the 
feedback loop to reduce the demand for the M1 charging cur- 
rent. A broadband high-speed OTA and buffer are designed 
in PDH to improve the response speed of PDH, obtain better- 
following characteristics, and maintain a smaller baseline off- 
set. The charging rate of M1 to C1 is tailored to align with 
the swing rate of the PDH_IN signal. The OTA has a high 
gain, allowing M1 to be deactivated once charging concludes. 
OTAs with multiple stages can introduce extended transmis- 
sion delays. Although the telescopic-cascode OTA achieves 
the requisite gain, there is a compromise in dynamic range to 
satisfy these needs. Wideband high-gain designs pose issues 
related to power consumption. Hence, the I1 current source 
counteracts the leakage current from M1 once the OTA exits 
the saturated region. This mechanism ensures that there is not 
a perpetual increase in the PDH_OUT level post the activa- 
tion of S1. Otherwise, ensuing minor signals can be obscured 
by a shifting baseline. This steady baseline is essential for 
the effective readout of nuclear events, which are inherently 
random and sparse. 


In Fig. 2, self-triggering governs the reset of the PDH via 
S1, influencing the timing of the energy path. Moreover, the 
TWC minimizes walk time, leading to an overall hysteresis in 
the trigger signal for varied amplitude inputs. The self-trigger 
activates approximately 30 ns after charge input. Due to the 
unidirectional nature of PDH, by the time the PDH reset con- 
cludes, the slow shaper should revert to the baseline. If not, 
then the PDH resets to a specific point on the slow shaper’s 
falling edge. Subsequently, it gradually dissipates via the par- 
asitic resistance at the sampling capacitor’s top plate within 
the PDH. This can cause a significant baseline error. The hold 
time duration is constrained by the count rate. Given that the 
hold time comprises resistors and inverters, it is particularly 
vulnerable to process fluctuations and temperature changes. 


Hence, the hold time of the monostable circuit should bal- 
ance the trigger flip delay, count rate, signal width of the slow 
shaper, and inherent process variation of the monostable cir- 
cuit. Accordingly, a monostable circuit with a hold time of 
484 ns is designed and benchmarked at a typical process set- 
ting of 27°C. 


D.  Self-triggering and timestamp 


The self-triggering signal of the EDIMS is generated using 
a hysteresis comparator with a TWC. Hysteresis comparators 
have been proposed for EDIMS applications in noisy environ- 
ments. The simulation shows that the root mean square noise 
at the comparator input is <1.1 mV. Considering 6c, the clas- 
sic structure of a hysteresis comparator [19] with a hysteresis 
voltage of 6.6 mV is designed and applied. Self-triggering 
has three primary purposes. First, it serves as a timing leading 
edge, prompting the FIFO to record the timestamp. Second, 
it functions as a monostable input to oversee the PDH reset. 
Lastly, it manages the SCA write pointer’s progression and 
instructs the SCA to log the energy data. 


1. Time-resolution of timing leading edge 


The time resolution of the timing leading-edge is deter- 
mined by the time error of the leading-edge and time inter- 
val measurement resolution. The time error of the trigger 
leading-edge is mainly composed of the time jitter and walk 
time. In the case of a fast shaper with a specific shaping time, 
the time jitter (o) is determined by the comparator input noise 
and threshold value [20]. Simulations show that the time jit- 
ter (o) of the comparator output signal is 6.46 ps (measured at 
a reasonable threshold). Therefore, considering that the pri- 
mary source of time error corresponds to the time walk, TWC 
is proposed for use in the circuit. The output signals of the fast 
shaper are fed into comparators a and b, which are compared 
to the threshold values Vth1 and Vth2 (Vthl<Vth2), respec- 
tively, to produce two pulse signals with a time walk. The 
time difference between these two pulse signals varies when 
the input charges are different. The TWC converts the time 
difference between these two pulse signals into different dis- 


charge times to compensate for the time error due to the walk 
time. The charge input moment is considered as 0, and the 
trigger signal leading-edge moment is simulated before and 
after the TWC. The results show that the time error due to the 
walk time is compensated from 18 ns to less than 2 ns over a 
dynamic input range of 10-1000 fC. 

A 4-bit current-steering DAC [21] is designed to provide a 
configurable difference between Vthl and Vth2 in response 
to the need for time-walk compensation at different threshold 
selections. Cascode current mirrors are used to improve the 
accuracy of DAC. Simultaneously, a high-gain OPA is used 
for current-voltage conversion to reduce the effect of the off- 
set voltage. 


2. Timestamp 


The EDIMS internal time interval measurement module 
uses a 128-MHz main clock, thus obtaining a coarse time 
resolution better than 8 ns. To further improve time resolu- 
tion, clock multiphase techniques [22, 23] are implemented. 
The working process of the timing-resolution compensation 
is shown in Fig. 3(a). Four clock signals with a 90-degree 
difference in phase difference are fed into the counter. Four 
clocks sample the trigger signal arriving at any moment to 
form a 4-bit fine time counter, encoded, as shown in Fig. 3(b). 
Therefore, the time resolution, which is previously better than 
8 ns, increases to more than 2 ns. The counter restarts count- 
ing each time it overflows, causing the overflow signal OV to 
generate a pulse (128-MHz clock synchronization). 
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Fig. 3. (a) Timing diagram of clock multi-phase, (b) Diagram of 
timestamp encoding, and (c) Schematic diagram of clock 90-degree 
phase shift circuit. 


To satisfy the requirements of the clock multiphase design, 
a clock 90-degree phase shift circuit [24] is designed, and its 
schematic block diagram is shown in Fig. 3(c). CLK_IN 
(from FPGA) inputs a low-pass shaping model consisting of 
inverters, voltage-controlled resistors, and capacitors. An ad- 


justable phase delay is obtained using voltage-controlled re- 
sistors. Furthermore, CLK_IN is also used as a reference 
clock for comparison with the inverted clock signal after two 
90-degree phase shifts in the phase frequency detector (PFD). 
The charge pump (CP) feeds the comparison results back to 
the control side of the voltage-controlled resistor, which locks 
a 90-degree phase shift. The adjustable resistance range of the 
voltage-controlled resistor determines the range of clock cy- 
cles to which the circuit can be adapted. It is also necessary to 
ensure that the inverter output in the 90-degree shifter module 
is rail-to-rail. Otherwise, duty cycle problems are introduced. 
The dead time in the PFD should be minimal to reduce the 
phase difference between the two input signals of the PFD. 


E. Analog memory and FIFO 
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Fig. 4. (a) Schematic diagram of SCA, (b) Timing diagram of SCA, 
(c)and Schematic of the switch with dummy. 


The analog memory consists of a pointer controller, 4-bit 
switched capacitor array, and analog buffer as shown in Fig. 
4(a) [25]. The bottom plate of the four memory capacitors is 
grounded, and the top plate of each capacitor is controlled by 
independent read, write, and clear switches for signal write, 
readout, and reset. No buffer is inserted into the path from 
the capacitor readout to SCA_BUS; therefore, the bus reset 
signal bus _clr is designed. The bus is reset when no signal is 
read. The timing of SCA is shown in Fig. 4(b). When an in- 
ternal trigger is generated, the monostable circuit generates a 
corresponding pulse to drive the W_CTL signal of the pointer 
to turn on one of the four write switches (one hot). Therefore, 


the analog amplitude of the energy channel PDH hold is writ- 
ten to the SCA after each internal trigger generation. The read 
pointer of SCA is controlled by a token ring and has the same 
one-hot design as the write pointer. SCA is designed with 
“first input, first output” readout logic to maintain synchro- 
nization with the FIFO. The charge in one capacitor is cleared 
when the next capacitor is read. The analog signal synchro- 
nized with the digital data is obtained using SCA_BUS. 

CMOS switches are chosen as write, read, and clear 
switches, considering the dynamic range of the input sig- 
nal and charge injection at the moment of switching off. 
A switch with a dummy is designed to compensate for the 
charge injection, as shown in Fig. 4(c). In Fig. 4(c), 
L1=L2=L3=L4, 2W2=W1, 2W4=W3. To reduce the impact 
of clock feedthrough, the MOSFETs in the switch are chosen 
to be minimal while meeting the on-state resistance require- 
ment. The ratio of the sampling capacitance of the SCA to the 
input capacitance of the buffer does not affect the signal-to- 
noise ratio (SNR) of the SCA. However, the SCA output sig- 
nal must pass through the analog-MUX and analog bus buffer, 
and a larger output signal is beneficial for improving the SNR 
of the analog bus buffer output. The large sampling capaci- 
tance also aids in improving the matching and obtaining a low 
KT/C noise while reducing the impact of charge injection into 
the writing switch. Therefore, a large sampling capacitance 
and small buffer input capacitance are designed. 


Table 2. Packet format of FIFO 


Item 
Name Bits Description 
CH-num 6 Channel number 
TC 4 Time accuracy compensation 
Time stamp 12 Time stamp(gray code) 
P 1 Parity(even) of the packet 


0 1 0 


The clock-synchronized FIFO is designed to store the 
timestamp information of the trigger signal. The packet for- 
mats are presented in Table 2. FIFO, with a 4-bit depth and 
24-bit width, is a parallel write (128 MH2) and is divided into 
four 6-bit packet read outs (128 MHz). The FIFO and SCA 
are designed to be written and read synchronously to ensure 
timing stability and data matching. 


F. Token ring and polling readout logic 


The 32-MHz (128-MHz main clock frequency division) to- 
ken ring [26] is designed for clock synchronous readout. The 
polling timing is shown in Fig. 5. When there is a channel 
FIFO transition from empty to nonempty, the lIEmpty signal 
is delayed by 160 ns and then decreases. This causes the to- 
ken to access each channel, starting from the first channel. 
The polling and empty signals of the currently accessed FIFO 
channel operate logically to generate the polling signal. If 
the current access channel FIFO is empty, then the data are 
not read, and the token remains for one polling cycle. If it 
is not empty, then the data in the FIFO and SCA are read to 


| |Empty | | 


Fig. 5. Timing diagram of polling 


the digital and analog buses. When there are no data to read, 
the digital bus will hold the last data, and the analog bus will 
slowly drain to the baseline level starting from the last data. 
Therefore, a valid signal is designed to mark data validity. It 
is set synchronously when valid data are read. A valid signal 
is also used as the synchronization signal required for external 
data acquisition. 

When considering EDIMS with 64 channels (the future tar- 
get), the period to traverse all channels is 2 us. The write rates 
of the FIFO and SCA match the read rate when the count rate 
is 500 kcps. The EDIMS storage depth is 4-bit. Hence, the 
peak count rate of nuclear events that can be satisfied by the 
storage and token ring is 2 Mcps wherein a maximum of more 
than five events are allowed for recording in 2 jus. A full judg- 
ment and drop mechanism is not designed in the SCA; there- 
fore, the SCA continues to write PDH data to overwrite the 
earliest stored signals in the current SCA when it overflows. 
The FIFO drops new data when it overflows. Therefore, a 
switch in the front-end path is designed. When the FIFO in 
the channel is judged to be full, the front-end path is discon- 
nected to ensure the matching of analog and digital data. For 
sparse and random detector signals, the pileup of the CSA 
does not affect the resolution of the time and energy of the 
fast and slow shaping circuits (when the CSA is not outside 
the operating region). Monostable and PDH enable front-end 
dead times of less than 1 us, matching count rates from 500 
kcps—2 Mcps. In this 16-channel prototype chip, the main 
clock is still used at 128 MHz to satisfy the timing resolution 
requirements. Therefore, the token ring maintained a polling 
frequency of 32 MHz, and the period required to traverse all 
channels is 500 ns. 


G. Layout design 


The layout of the EDIMS 16-channel prototype chip is 
shown in Fig. 6(a). The dimensions of the die are 3 mm 
x 3 mm. To ensure the timing stability of digital circuits, 
crucial digital modules, including the FIFO, Token Manager, 
and time interval measurement modules, are integrated into 
one module. The module placed on the right side of the lay- 
out is based on the design of a fully customized digital pro- 
cess for the standard library. The left side of the layout shows 
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Fig. 6. (Color online) (a) Diagram of the EDIMS layout, (b) 
Schematic of shielding and protection in the layout. 


a 16-channel analog circuit that includes the comparators and 
SCAs. The bias channel is located in the middle of the 16 
channels. Some key signals in channel one are monitored 
using a buffer. The remaining PADs are used for Qin. The 
upper and lower PADs provide multiple power, ground, bias, 
and reference voltages. The right PADs are used for clock 
input and monitoring, digital resetting, and analog and digital 
bus outputs. 

To reduce the interference of digital signals with the ana- 
log front end, digital circuits are placed far away from the 
analog circuits in the layout. The dual-guard ring [27] iso- 
lates the digital module from noise sources. The inner ring is 
connected to the highest independent potential NWELL, and 
the outer ring is connected to the lowest independent poten- 
tial PPLUS. A wide strip of PPLUS, connected to the lowest 
independent potential, is placed between the digital and ana- 
log parts. PPLUS strengthens the substrate contact and pro- 
vides a drain path for noise currents on the substrate, thereby 
stabilizing the nearby substrate potential. The shielding and 
protection layout are shown in Fig. 6(b). The digital IOs 
are independently powered and disconnected from the ana- 
log IOs to avoid the impact of current spikes from the digital 
IOs to the analog IOs. In analog circuits, all MOS are pro- 
tected by the majority of carrier protection rings. The mod- 
ules with high dynamic currents, such as the CSA, compara- 
tor, analog_buffer, and test_buffer, are also powered indepen- 
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dently. Furthermore, some decoupling capacitors and multi- 
layer power supplies are also designed inside the EDIMS to 
reduce the power supply noise and voltage drop. 


IV. TEST RESULTS OF THE CHIP 


To evaluate the performance of the chip, EDIMS is tested 
in the laboratory using a signal generator (Agilent 81150A) 
[28], oscilloscopes (Lacroy HDO 4054 [29] & Tektronix 5 
Series [30]), and FPGA development board (XILINX K7). 


A. Performance test in the laboratory 


The test bench and site diagrams are shown in Fig. 7(a) 
and Fig. 7(b), respectively. 
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Fig. 7. (Color online) (a) Block diagram of the test bench and (b) 
diagram of the test site. 


1. Baseline noise 


In the self-triggered no-input operation mode, the baseline 
level and noise are measured at 1.965 V (mean) and 1.28 
mV (ø), respectively. As EDIMS contains no analog bus re- 
set logic, the analog bus builds itself up to a level near 2 V. 
This baseline lift occurs because the analog-mux input node 
is highly resistive when there is no trigger, and the bus buffer 


feeds the charge to raise the level at this point. However, ow- 
ing to the strong drive of the SCA output, the analog bus is 
driven to the correct potential by the SCA when a self-trigger 
is generated. This phenomenon does not affect the proper 
operation of EDIMS in the self-triggering mode. In the ex- 
ternal trigger mode, the baseline level and noise of the fixed 
channel are measured as 1.355 V (mean) and 2.59 mV (ø), 
respectively. 


2. Channel consistency and time resolution of self-triggering 
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Fig. 8. (a) Diagram of trigger time consistency, (b) Diagram of time 
resolution of trigger consistency. 


The EDIMS output time information contains timestamps 
and timer overflow bits (OV). Therefore, trigger consistency 
and time resolution are measured directly via the timestamps. 
Prior to this, the digital circuitry sections for timestamp writes 
and polled reads are verified for reliability via external trig- 
gering with 100% digital multichannel consistency. Chan- 
nel 12 is not included in the analysis of the time and energy 
characteristics in Sect. IV A3 owing to an internal trigger 
anomaly. 

For trigger time consistency measurements, the signal 
source feeds the charge signal (500 fC) into the 16 chan- 
nels of the EDIMS synchronously via a 16-channel charge- 
converter board. Data on the digital bus are acquired, includ- 
ing the channel number, timestamp, and parity bits. The par- 
ity bits are first checked to ensure data validity. The over- 
flow bit (OV) is configured for the FPGA to add bits to the 
counter to avoid interference with data processing due to ED- 
IMS counter overflow, ensuring that it does not overflow in 
a single experiment. In the data processing phase, the time 
difference between each channel and reference channel for 
every trigger is calculated. A Gaussian distribution fit is then 
applied to over 1,000 valid events, resulting in Fig. 8(a). This 
figure displays the consistency of the results for 16 channels 
in comparison to channel 1. The average time difference is 
under 5 ns, with a time resolution sigma of approximately 1 
ns. 

The test bench for the time-resolved measurements is the 
same as that for the consistency measurements. The time be- 
tween each pair of adjacent channel triggers is measured dur- 
ing data processing. A Gaussian distribution fit is performed 
over more than 1000 effective times, and the resulting sigma 


is considered as the time resolution of each channel. Sixteen 
channels are sequenced and Fig. 8(b) is obtained. Figure 8(b) 
shows that the time resolution (c) for each of the 16 channels 
ranges between 0.9 and 1.6 ns. 


3. Linearity and energy resolution 
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Fig. 9. (a) Diagram of the slow path linearity, (b) Diagram of energy- 
resolution, (c) Diagram of baseline and gain inconsistency, and (d) 
Diagram of channel integration non-linear inconsistency. 


During the energy test, a single-channel charge adapter 
plate is used to input a 30-1000 fC charge signal into one 
channel. For each input charge, the data on the analog bus, 
synchronized with the valid signal, are acquired using an os- 
cilloscope. Analog bus valid data, collected over 1,000 times, 
serve as a Gaussian distribution fit. The mean value acts as 
an indicator of the linearity of the slow path, which includes 
the CSA, slow shaper, PDH, and SCA, as depicted in Fig. 
9(a). The Sigma value serves as the outcome of the energy 
resolution measurement, showcased in Fig. 9(b). Figure 9(b) 
reveals that the energy resolution exceeds 1% (for Qin >400 
fC), while the poorest energy resolution (o), measured at 30 
fC, is 4.42%. The data in Fig. 9(a) undergo analysis to yield 
results on baseline and gain inconsistency, as characterized in 
Fig. 9(c). The integral nonlinearity per channel appears in 
Fig. 9(d). Furthermore, Fig. 9(c) displays a peak baseline er- 
ror of 78.24 mV, with 75% of the baseline spanning between 
1.355-1.385 V. Furthermore, the conversion gain range lies 
between 0.778 mV/fC and 0.802 mV/fC (excluding channel 
11). Figure 9(d) indicates that the INL surpasses 0.5% (bar 11 
channels) over an input dynamic range of 30 fC to 1,000 fC. 
Variability in the fast shaper baseline and noise effects make 
certain channels prone to false triggers, leading to the writing 
of invalid data to the analog bus at low thresholds. Hence, 
linearity and energy resolution assessments for signals below 


Table 3. Comparison of EDIMS and other ASIC chips for TPC applications 


Item 
Name Ch ENC Dynamic 
range (fC) 
TIGER [31] 64 1500e +10e /pF 50 
STS/MUCH-XYTER2 [32] 128 583 e~ +44e /pF 100 
WASA [33] 16 941e +20e /pF 120 
EDIMS 16 2050e +43 e~ /pF 1000 


30 fC face limitations due to the false trigger rate. hence go 
unmeasured. 

The output of the SCA in the test channel is routed off the 
chip through a separate analog subline. The energy-resolution 
measurement on this subline is not affected by false triggers 
in other channels. An energy resolution (a) of less than 30 fC 
is measured in this channel at 18.8% (measured at 10 fC). 


4. Counting rate test 


The decay time of CSA in the test channel is measured. 
The results show that the CSA has a 97.3% decay rate at 
20 us, 96% decay rate at 15 us, and 91.7% decay rate at 10 us 
(decay rate = decayed signal amplitude/peak signal ampli- 
tude). In the test with a count rate of 40 kHz, the EDIMS 
time and energy resolution exhibits no significant changes, 
and no pile-up occurs in CSAs. 


V. CONCLUSION AND OUTLOOK 


This paper presents the design and test results of EDIMS 
and a 16-channel front-end readout chip for HFRS-TPC. ED- 
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